Background: Real-time PCR is the technique of choice for nucleic acid quantification. In the field of detection of genetically modified organisms (GMOs) quantification of biotech products may be required to fulfil legislative requirements. However, successful quantification depends crucially on the quality of the sample DNA analyzed. Methods for GMO detection are generally validated on certified reference materials that are in the form of powdered grain material, while detection in routine laboratories must be performed on a wide variety of sample matrixes. Due to food processing, the DNA in sample matrixes can be present in low amounts and also degraded. In addition, molecules of plant origin or from other sources that affect PCR amplification of samples will influence the reliability of the quantification. Further, the wide variety of sample matrixes presents a challenge for detection laboratories. The extraction method must ensure high yield and quality of the DNA obtained and must be carefully selected, since even components of DNA extraction solutions can influence PCR reactions. GMO quantification is based on a standard curve, therefore similarity of PCR efficiency for the sample and standard reference material is a prerequisite for exact quantification. Little information on the performance of real-time PCR on samples of different matrixes is available.
Background
In a decade of use of genetically modified organisms (GMOs) the global area of biotech crops increased to 90 million hectares in 2005, and the area sown continues to increase [1] . Due to low public acceptance of GMOs in many countries, several governments have implemented, or are in the process of adopting, legislation that requires traceability of GM components and labelling of products that contain GMOs above a certain threshold. Therefore quantitative techniques had to be developed and implemented.
The method of choice for gene quantification is real-time PCR. This technique proves to be more suitable for the diagnostic laboratory than conventional PCR, due to its quantitative performance, greater sensitivity and the use of closed-tube assays. Its use in quantitative analysis of genetically modified organisms has been reviewed [2] [3] [4] . The most frequent quantitative application of real-time PCR is in gene expression studies. In this case the interest is in the order of changes in expression, and the limit of detection has been reported as being a two fold difference [5] . However, greater accuracy is required in GMO diagnostics, therefore it is necessary to be fully aware of the factors influencing quantification since inaccurate analyses can result in liability issues. The choice of DNA extraction procedure can crucially influence the quantifiability of GMOs, but the choice of extraction method is often a trade-off between costs, optimal yield of DNA and removal of substances that could influence the PCR reaction. A procedure that results in an optimal yield of DNA and in removal of substances that could influence the PCR reaction is essential. DNA extraction techniques have been compared [6] [7] [8] . Methods for GMO analysis are normally validated on only one sample type, typically powdered grain material, or on a very limited range of sample matrixes [4, 9] . In reality, GMO laboratories are faced with a broad spectrum of different foodstuffs, from raw plant materials to highly processed food products.
A new, modular approach to method validation has been proposed by Holst-Jensen and Berdal [9] in which each step of the analytical procedure is validated as a separate module. According to this approach validation of the extraction procedure for different sample matrixes is necessary and is done by assessing the ability of the extraction method to provide suitable DNA from the specific matrix. The modular approach would also lead to validation of the extraction procedure for different sample matrixes by assessing the ability of the extraction method to provide suitable DNA from each. Many new extraction techniques appropriate for a certain matrix have been proposed [10] [11] [12] and the matrix effect discussed [4, 9] . Nevertheless, a matrix in GMO analysis is very hard to define since the same product (e.g. tortilla chips or bread) produced by two different procedures can have a different composition and contain different substances that could affect efficiency of PCR. Only rarely does the laboratory receive complete compositional data on the products, so the choice of extraction technique is usually based on previous experience with similar samples. Reliable controls must therefore be included for each sample to ensure reliability of results.
The DNA extracted from different sample matrixes must be evaluated for suitability in quantitative analysis. The first criterion is that sufficient DNA must be available to guarantee reliable detection of the transgene at the threshold legislated in different countries [13, 14] . The second criterion concerns the quality of the extracted DNA. Substances present in plant and food samples that can be coextracted with DNA and can affect PCR include polysaccharides, proteins, phenolic compounds and other plant secondary metabolites [7, [15] [16] [17] . Additionally, components of DNA isolation buffers can affect PCR reactions [16] . The effect of co-extracted substance can result in inhibition of the PCR reaction, where amplification is blocked completely or the Ct values obtained in the PCR reaction are higher then expected from the number of target molecules added to the reaction, or a decrease of overall efficiency of PCR reaction is observed [18] . But the effect can also be demonstrated as facilitation of PCR amplification [15] . The quality of DNA concerns not only the purity but also the structural integrity of DNA obtained and the term PCR forming units (PFU) was introduced to distinguish between structurally intact and damaged (non-amplifiable) target DNA copies [9] .
Two general approaches for the quantification of nucleic acids, the comparative Ct approach and the standard curve approach [19] , are currently in use in GMO detection. In the first, a validation experiment must first be performed that demonstrates that the efficiency of target gene and the reference gene are approximately equal. A linear relationship is established on the basis of the difference in Ct value of the reference gene and the GMO target, respectively, using e.g. certified reference materials (CRMs) covering a range of defined concentrations of the GMO material. The assumption inherent in this method is that the amplification efficiencies of the reference gene and the GM amplicon are the same in all subsequent experiments for all samples analysed. The approach therefore needs to be very well validated and can be used only on the raw material or on a limited number of matrixes in which the variability in the terms of quality of obtained DNA presumably does not vary. Since GMO laboratories are faced daily with different products this approach is, in most cases, inappropriate. In the so called "standard curve" approach standard curves for the quantification of the reference gene and the GM target are prepared separately using serial dilutions of one standard reference material DNA. In this way the difference in PCR efficiency between the amplicons is evaluated. This approach is more robust, since the amplification efficiency of different amplicons is taken into account. However the efficiency of the PCR reaction is still presumed to be the same for the standard reference material and for the sample analyzed. Differences in the PCR efficiencies between the reference material and the sample lead to under-or over-estimation of GMO content.
The modular approach was used in our study to better determine extend of individual parameters that can influence the quantification of nucleic acids by real-time PCR. Our hypothesis was that the reliability of the quantitative analysis may depend crucially on the properties of the sample itself, on efficient homogenization of the sample, the DNA extraction procedure and finally on the performance of the real-time PCR reaction. The purpose of our study was to analyse the effect of some of these parameters on GMO quantification. Five DNA isolation protocols were compared with respect to the influence of the extraction procedure on real-time PCR efficiency and, consequently, the GMO quantification. The effect of the sample matrix on PCR efficiency was studied on different soybean and maize matrixes. Additionally the first assessment of variability of PCR efficiency within sample matrixes is presented. PCR efficiency was considered as the primary criterion in assessing the quality of extracted DNA. The influence of variable PCR efficiency on final GMO percent estimate is demonstrated.
Results and discussion
Influence of intra-and inter-run variability of real-time PCR reactions on quantification of GMO To enable the effect of different sample matrixes and different extraction procedures on quantification of GMOs to be studied, the intra-run and inter-run variability of the real-time PCR reactions was first determined. Quantity of taxon specific gene and the transgene was determined on 5% certified reference material of GTS 40-3-2 (Roundup Ready ® soybean; RRS) soybean at different DNA concentration levels. Standard deviations (SD) and coefficients of variation (CV) were calculated, first within one realtime PCR run. A typical experiment is shown in the left part of Table 1 . The efficiency of amplification was 0.92 for the RRS amplicon and 0.97 for the lectin amplicon. Low CVs of copy number estimates were obtained in all experiments with a gradual increase of variability up to CVs above 15% at high low genome copy numbers per reaction.
Inter-assay variability was calculated from 10 independent real-time PCR runs ( Table 1 ). The average slope of the standard curves was -3.43 ± 0.08 for the lectin amplicon and -3.51 ± 0.16 for the RRS amplicon indicating efficiencies of 0.96 ± 0.03 and 0.92 ± 0.05, respectively. Coefficients of variation of copy number estimates for ten independent real-time runs were below 15%, except when only few molecules of the target are added to the reaction and results are influenced by a stochastic effect. These measurements are considered to be outside the range of quantification of the method, which was determined to be 30 copies of the target for RRS amplicon. The content of GMOs is calculated by dividing the amount of transgene by the amount of the species specific gene (e.g. the amount of RRS specific amplicons with the amount of lectin gene specific for soybean) therefore the CVs of both amplicons affect the final result. The estimated CV attributed to the final result ranged from 4.4% to 12.5%. In samples with lower GM content the number of transgene copies added to one reaction is lower therefore higher CV is expected. All calculations (also in subsequent chapters) are based on copy number estimates so it must be noted that in cases where DNA quantity per soybean mass unit differs between the GM and non-GM material in the sample, the DNA based GM quantity will deviate from the quantity determined by mass to mass ratio of GM and non-GM material [20] .
Effect of the DNA extraction method on PCR efficiency
We compared 5 different extraction techniques (see methods section) commonly used in GMO detection laboratories. Certified reference material of RRS was chosen for this comparison, since it is an unprocessed sample with defined particle size. The effect of extraction procedure on PCR efficiency, and consequently on GMO quantification, was evaluated. 4 different target sequences were amplified from extracted DNA (lectin, p35S, NOS and RRS specific target).
The PCR efficiency for different DNA extracts was first compared ( Figure 1A ). For most extraction procedures the efficiencies were close to 1 for all four tested amplicons, indicating that these extraction methods are suitable for quantification. A distinct dispersion of efficiency values and decline from optimal efficiency was observed for the Wizard extraction. Although this extraction provided amplifiable DNA, the high fluctuation in PCR efficiency could lead to over-or under-estimation of GMO content. The dispersion of efficiency values was also compared for different amplicons ( Figure 1B ). The results obtained for the Wizard extraction method have been removed from evaluation of amplicons due to high dispersion of the data. CVs attributed to individual amplicons on the basis of remaining data were 1%, 4%, 5% and 10% for lectin, p35S, tNOS and RRS, respectively, indicating the same level of robustness for all four amplicons if a proper DNA extraction procedure used.
Effect of sample matrix on PCR efficiency
GMO detection methods are usually validated using standard reference materials or plant material. GMOs on
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the other hand have to be detected in a variety of sample matrixes. To assess the effect of the sample matrix on GMO quantification we analyzed DNA in four maize and four soybean samples. Two unprocessed samples were chosen: flour (CRM) and grains. Tortilla chips and soybean milk were chosen as processed samples of maize and soybean. In addition, an example of feed sample containing either soybean or maize was analyzed. The samples were compared to monitor differences in PCR efficiency and to detect possible effect on PCR amplification. PCR efficiency was calculated from a regression line of Ct values obtained from dilutions of each matrix DNA within the previously determined dynamic range of the method ( Table 2 ). Higher Ct values were obtained for food matrixes compared to CRM material due to lower amount of DNA isolated from these samples. Lower correlation coefficient of regression lines were observed for RRS amplicon due to lower target copy number per reaction.
For maize, all matrixes showed a PCR efficiency that was close to that of the certified reference material, for both endogenous gene amplicon (invertase) and GMO specific amplicon. However, in the case of soybean matrixes, inhibition was detected for soybean feed sample ( Figure 2 ). The highest concentration of soybean feed DNA was inhibited in the case of the endogenous gene (lectin) and therefore had to be excluded from the regression line, while the PCR efficiency of the RRS amplicon for this sample showed a substantially higher PCR efficiency than that of the certified reference material. Although the DNeasy isolation method used in this case normally provides high quality DNA from feed matrixes, in this case the results would be biased and would lead to overestimation of the RRS content. In the case of soybean grain we did not expect a reduced PCR efficiency since the matrix is unprocessed, however the lowest efficiency was obtained for this matrix with the lectin amplicon. A possible cause for reduced performance of PCR on grain samples could be the inability of used extraction methods to compensate for the high lipid content in the sample of soybean grain. Similar effects have also often been observed in routine analysis when grains are treated with chemicals such as fungicides.
To evaluate the influence of the matrix on a larger scale, 205 samples from routine analyses, representing 6 maize and 6 soybean matrixes, were assayed for PCR efficiency by preparing sample dilutions ( Figure 3 ). Although the majority of the samples show a PCR efficiency close to 1 for each of the sample matrixes, a substantial variability is evident from the plots. Although the extraction method can be considered as validated for a certain matrix, DNA of different samples is not necessarily equally suitable for quantitative analysis.
The above results suggest that each extraction method should be validated for different matrixes. The range of matrixes for which an extraction protocol can be applied should be defined. The definition of a matrix remains elusive and even a simple matrix, as for example grain, can vary greatly in content of moisture, fibre, starch or chemical residues [4] . For processed food matrixes the situation is even more complex since the same food matrix (e.g. tortilla chips or soybean milk) can vary greatly in composition from one food producer to another. The degradation and fragmentation of the DNA in the matrix can differ, depending on the processing procedure and consequently limit the amount of DNA that can be extracted from the sample. Low amount of DNA obtained can increase the measurement uncertainty of GMO estimation due to high variability of quantity estimations caused by occurrence of stochastic effects, therefore the quantities should always be measured within the dynamic range of the method where the calculated CV should not exceed a certain acceptance value (e.g. 25%). The effect on PCR amplification can also be observable over-amplification, i.e. amplification efficiency > 1, which could also be explained by a compound or structural conformation that leaves template copies inaccessible for the DNA polymerase in the initial PCR cycles and gradual conformation changes make more and more template copies accessible.
This leads us to consider the definition of a matrix, since only a food product that has been produced by an unchanged procedure with defined contents can be properly validated. Such definition is only suitable for implementing product control in the factories but, even there, changes occur in the production of food products due to lot to lot differences in food constituents. From the perspective of a detection laboratory such fragmentation in defining matrixes and identifying substances that affect PCR in each product is impossible. DNA extraction methods can be defined that are most suitable for removal of potential substances that could affect PCR amplification like polysaccharides, lipids or phenolic compounds and are suitable for those sample matrixes that contain them. Additionally appropriate controls of extracted DNA PCR efficiency should be introduced with each analysis.
Differential matrix influence on PCR efficiency of amplicons
It is generally assumed that changes in PCR efficiency occur due to substances in the isolated DNA, such as enhancers and inhibitors of the PCR reaction, originating either from the sample matrix or from the DNA extraction solutions. Similar changes in PCR efficiency should be exhibited for all amplicons tested when the same amount of extracted DNA is added to the reaction. However, differential effect on one amplicon can sometimes be observed, as shown in Figure 4 . Two routine samples are presented showing opposite effects. In the case of soybean feed sample the lectin amplicon was affected but not the RRS amplicon, while in the case of the soybean flour sample, the RRS amplicon was affected more severely. The amount of DNA extract added to the reaction was the same for both amplicons and thus also the amount of substances that affect the PCR. All measurements are within the dynamic range of quantification determined for these two amplicons. The difference can also not be explained by interference with the fluorescence detection step of the reporter dye, as the reporter and quencher dyes used are the same for both amplicons.
Recommendations for quantitative PCR [21] suggest a preliminary real-time PCR run for each sample to be quantified, by assaying dilutions of the sample for the endogenous reference gene to detect PCR effectors. The so-called "monitor run" does not however take account of differential change in efficiency for different amplicons, so additional controls should be included to check amplification efficiency for each individual amplicon used for quantitative analysis.
Influence of real-time PCR efficiency on the final GMO percent estimation
In our evaluation of extraction and matrix effects on GMO quantification, PCR efficiency was identified as the primary parameter that determines the suitability of the DNA for quantitative analysis. In Table 3 the effect is demonstrated on a theoretical model case of an RRS sample. In the case of optimal (1.0) PCR efficiency of the standard curve we have simulated variability by varying the efficiency for the species specific and GM specific amplicons, Variability of PCR efficiency within matrixes Figure 3 Variability of PCR efficiency within matrixes. PCR efficiencies for soybean (A) and maize (B) matrixes were determined for the plant specific genes, lectin and invertase, respectively. The dispersions of PCR efficiencies is shown in a histogram with PCR efficiency on the x axis and number of samples on the y axis. For a scaled view and detection of outliers, boxplots of efficiency data for each matrix are presented below each histogram.
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and observed the consequent changes in the resulting GMO content. The GMO content can clearly only be determined correctly when the PCR efficiency of the sample is the same as for the standard curve. In a case where the efficiency for the sample differs from that for the standard curve, the GMO estimates diverge increasingly from the true value, with higher differences in efficiency. Even greater differences are obtained when the amplicons are affected differently, as shown in the last column of Table 3 , where only the efficiency of the transgene was varied.
Additionally, assumption that the final result is not affected when both targets are affected to the same extend (e.g. the efficiency for both lectin amplicon and RRS amplicon in the sample is reduced from 1 to 0.90 compared to the standard curve) was tested. A theoretical case of quantification of 5% RRS was considered and two situations were modelled: a case where the E(sample) (PCR efficiency of the sample) is higher then the E(standard curve) (PCR efficiency of the standard curve) and a case when the E(sample) is lower then the E(standard curve). The effect on the determined GM quantity was determined at differences between the E(sample) and E(standard curve) of 0, 0.05, 0.10, 0.15, 0.20 and 0.25 for both amplicons. Results are shown in Figure 5 . The estimated GM percent diverges from true value with increasing difference between the E(sample) and E(standard curve), although this difference is the same for both amplicons. The deviation from the true value is higher at low PCR efficiencies. 30% accuracy level can be reached when E(standard curve)-E(sample) is between -0.1 and 0.15 at 5% GM content.
The accuracy of relative quantity estimates also depends on the ratio between the species specific gene and the transgene. We modelled the deviation from the true value for 5%, 2.5% and 1% GMO levels ( Figure 6 ). As the ratio between the species specific gene and the transgene decreases, higher similarity of E(sample) to E(standard curve) is required to reach the same level of accuracy. For 30% accuracy E(standard curve)-E(sample) must be between -0.05 and 0.1 at 2,5% GM level and between -0.05 and -0.05 at 1% GM level. The model provides an objective way to define acceptable amplification efficiency ranges according to the accuracy level desired. The effect can although be compensated if in such cases higher dilutions of DNA are added in reference gene quantification.
This example demonstrates that it is essential to measure PCR efficiency for each sample if exact quantification is to
Differential effect on PCR efficiency of amplicons Figure 4 Differential effect on PCR efficiency of amplicons. The differential influence on PCR reaction for two amplicons is shown for two samples of soybean obtained in routine analyses. Although the same amount of DNA was added to each PCR reaction, inhibition was evident for the lectin amplicon but not for the RRS specific amplicon for a soybean feed sample (A). In the case of soybean flour (B), efficiency of the PCR reaction was lower for the RRS amplicon and differed substantially from that for the lectin amplicon. (k = calculated slope of the standard curve linear regression line).
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be achieved. Detailed study of the matrix and DNA isolation effects will also contribute to better estimates of the measurement uncertainty associated with these factors.
Conclusion
In this paper some critical points in GMO quantification are highlighted and their influence on the final results demonstrated. Real-time PCR is the most precise method available for gene quantification. In addition to the intrarun and inter-run variability which is relatively low of the real-time PCR reaction however, its performance is substantially influenced by the sample properties. DNA of high quality is required for accurate quantification.
First of all, the DNA isolation procedure can substantially influence the quantification, since different methods differ in their effectiveness in removing substances that interfere with the PCR reaction. In addition, components of the DNA isolation solutions can themselves influence PCR reactions. Therefore the appropriate choice of an extraction method suitable for a particular sample matrix is a prerequisite for successful downstream analysis. As a sample matrixes are highly variable and difficult to define exactly, optimisation of DNA isolation procedures for each matrix is impossible. Additionally, we have shown that the efficiency of amplification is not necessarily influenced in the same way for all amplicons. These can lead to even larger errors in quantification. We conclude that appropriate controls must be included in PCR quantification to evaluate the suitability of the isolated DNA for quantitative analysis. GMOs are normally quantified by using a standard curve produced by dilutions of standard reference materials but the efficiency of amplification for the sample is rarely assessed. For exact quantification these efficiencies should be the same. Our results suggest this is rarely so and that a lot of variation is present within individual matrixes. Dilution controls should therefore be included for each sample quantified, preferably for each amplicon being assayed, due to occurrence of differential effect on efficiency of different amplicons. The inclusion of such controls poses two problems. Firstly, objective acceptance criteria are needed to compare the efficiency of the sample to that of the standard curve, in a manner similar to that already proposed for the comparison of standard curves [22] . This would determine whether the quantification is feasible. The second problem is the additional cost of such an analysis, especially in the case of plant species where a lot of GMO lines are on the market. We recommend using such approach when exact quantitative results are needed even though it is associated with additional cost of analysis. Other simplifications like multiplexing or eliminating samples that clearly exceed or are below labelling threshold should be implemented to reduce costs instead.
This may require the introduction, for routine analysis, of methods that determine PCR efficiency from the real-time PCR response curves in single reaction set-up [23] [24] [25] . The idea is attractive for routine real-time PCR analysis since reliable corrections for PCR efficiency can be implemented for each separate PCR reaction and standard curves and sample dilutions could be omitted which would substantially reduce the cost of analysis. Due to advances in this area determination of PCR efficiency from the amplification curves may become reality sometime in the near future [18] .
The data obtained in our experiments provide experimental evidence for the positive value of the modular approach to validation studies and show an example on * The % of GMO was calculated assuming a PCR efficiency for the transgene amplicon equal to that for the standard curve (= 1.0); only the efficiency of the species specific gene was assumed to change.
how the DNA extraction module and PCR amplification module can be independently assessed.
Methods
Genetically modified plants and food samples Powdered certified reference materials (CRMs) for genetically modified maize (Zea mays) event MON810 and GTS
Influence of PCR efficiency on accuracy of GM content determination Figure 5 Influence of PCR efficiency on accuracy of GM content determination. The effect of PCR efficiency on the estimated GM content is shown for a theoretical case of 5% GMO when (A) PCR efficiency of the sample is higher then the PCR efficiency of the standard curve and when (B) the PCR efficiency of the sample is lower then the PCR efficiency of the standard curve. Effect of the difference of PCR efficiencies was modelled when E(sample) deviates form E(standard curve) for 0, 0.05, 0.10, 0.15, 0.20 and 0.25. Upper table (in both A and B) shows the determined GM percentage at different deviations of PCR efficiency. Lower table shows the deviation of the estimated GM content from true value in %. Results that deviate from true value for more then 30% are shaded in yellow. In the plots dependency of the of under-or overestimation of the GM content on the PCR efficiency of the sample is shown when E(sample) deviates form E(standard curve) for 0, 0.05, 0.10, 0.15, 0.20 and 0.25. (E = PCR efficiency).
Estimated GM quantity at different deviations of E(sample) Estimated GM quantity at different deviations of E(sample) from E(standard curve) when from E(standard curve) when E(sample) < E(standard curve) E(sample) > E(standard curve) A B
40-3-2 soybean (Glycine max) were purchased from the Institute for Reference Materials and Measurements (IRMM, Geel, Belgium). Samples included grains of soybean and maize and animal feed containing either soybean or maize, and processed food samples of soybean milk and tortilla chips as examples of food and feed
Influence of PCR efficiency on GM content determination at different GM concentration ranges Figure 6 Influence of PCR efficiency on GM content determination at different GM concentration ranges. Deviation of the estimated GM content from the true value (in %) is shown when E(sample) deviates form E(standard curve) for 0, 0.05, 0.10, 0.15, 0.20 and 0.25. Overestimation of GM content (in %) when PCR efficiency of the sample E(sample) is higher then the PCR efficiency of the standard curve is shown for 5% (A), 2.5% (C) and 1% GMO (E). Underestimation of GM content (in %) when PCR efficiency of the sample E(sample) is lower then the PCR efficiency of the standard curve is shown for 5% (B), 2.5% (D) and 1% GMO (F). (E = PCR efficiency). (5), and meat products containing soybean flour or soybean proteins (21) .
DNA isolation and quantification
DNA was isolated from 5% RRS CRM, following five protocols: DNeasy Plant Mini kit (Qiagen, Valencia, CA), Wizard extraction [26] (Promega, Madison, WI), CTAB based extraction [27] , modified CTAB extraction (see below) and GENESpin kit (GeneScan, Freiburg, Germany). 100 mg samples were used for all isolations, except for the GENESpin isolation where 200 mg was used, as recommended in the producer's manual.
DNA isolation with DNeasy Plant Mini Kit was performed according to the producer's manual with the incubation time of the sample in lysis buffer extended to 20 minutes. Two CTAB procedures were compared, one following the standard protocol [27] , and one omitting proteinase K and RNase A treatment. All DNA extractions were performed in duplicate.
DNA of 5% CRM for RRS used for determination of the inter-and intra-run variability was isolated with GENESpin kit. DNA was isolated from samples of CRM, grain, feed, tortilla chips and soybean milk using DNeasy Plant Mini Kit (Qiagen, Valencia, CA), since this method was previously successfully applied for isolation of DNA of all assayed matrixes in routine analysis. All matrixes but CRMs used were confirmed to be GM negative by screening for the presence of p35S. Samples of grains, feed and processed food were spiked with 160 ng of DNA extracted from 5% RRS CRM or with 310 ng of DNA of 5% MON810 CRM. In both cases spiked material constituted 10% of the final volume of DNA extract.
DNA from food samples obtained from routine testing was isolated with GENESpin kit. DNA was quantified using Picogreen fluorescent dye (Molecular Probes Inc., Eugene, OR) by measuring fluorescence at 535 nm in a Tecan fluorimeter (Tecan, Crailsheim, Germany).
Quantitative real-time PCR
Lectin [28] and invertase [29] genes were used as endogenous control genes for soybean and maize respectively. Primers and probe specific for p35S promoter [28, 30] and tNOS terminator [31] were used to target common promoter and terminator sequences. Primers and probe construct specific for RRS [28] and event specific for genetically modified maize MON810 [32] were used. Sequences of primers and probes used are listed in Table  4 .
Taqman ® probes (Applied Biosystems, Foster City, CA) were labelled with 5'-FAM and 3'-TAMRA, with the exception of the invertase probe that was labelled with 5'-VIC. A 20 μl PCR reaction containing 2× TaqMan ® Universal MasterMix (Applied Biosystems, Foster City, CA) was performed on an AbiPrism7900 Instrument. Following assay optimization, primer and probe concentrations used were: 900 nM primer and 200 nM probe for amplification of lectin and invertase genes and 600 nM primer and 150 nM probe for p35S, tNOS, RRS and MON810 amplicons. Reactions were performed under standard conditions [33] . Results were analyzed using SDS 2.1 software (Applied Biosystems, Foster City, CA) after manual adjustment of the baseline and fluorescence threshold.
Assessment of intra-and inter-run real-time PCR variability
Inter-and intra-run variability assessment was performed on 5% RRS standard reference material, diluted to contain approximately 100, 20, 5, 1 and 0.5 ng of DNA which corresponds to approximately 87000, 17400, 4350, 870 and 435 soybean genome copies per reaction on the basis of the soybean genome size (1C) [34] . Intra-run variability was assessed by running real-time PCR reactions in triplicate for each dilution, targeting lectin and RRS amplicons. Standard deviations and coefficients of variation were calculated for the Ct values and for the estimated copy number. Inter-run variability was assessed by repeating the assay in 10 independent real-time PCR runs. Identical fluorescence threshold and baseline settings were used for comparability of results. Ct and estimated copy number were averaged over the 10 runs for each of the dilutions. Intra-run variability of Ct values and estimated copy numbers were evaluated from the standard deviation and coefficient of variation. Efficiency of amplification was calculated for each real-time PCR run of each amplicon, as described below. Copy number was calculated by interpolation of generated Ct values generated in a standard regression curve.
Effect of DNA extraction method on quantitative realtime PCR DNA from two replicate extracts of 5% RRS CRM obtained with each of the five extraction methods tested was dilute to contain approximately 100, 20, 4, 0.8 and 0.16 ng of DNA, corresponding to 87000, 17400, 3480, 790, and 140 copies of soybean genome on the basis of the soybean genome size (1C) [34] . Dilutions were assayed by realtime PCR using primers and probes specific for lectin, p35S, tNOS and RRS construct specific amplicons. All PCR reactions were run in triplicate. Ct values were plot-ted against log 10 of amplicon amount and amplification efficiencies were calculated from the slopes of the standard curves.
Results are shown in the form of a boxplot, where the box contains the middle 50% of the data. The upper edge (hinge) of the box indicates the 75th percentile of the data set, and the lower hinge indicates the 25th percentile. The ends of the vertical lines or "whiskers" indicate the minimum and maximum data values, unless outliers are present in which case the whiskers extend to a maximum of 1.5 times the inter-quartile range.
Effect of sample matrixes on quantitative real-time PCR
DNA from soybean and maize samples was diluted to contain approximately 100, 20, 10, 1, 0.5 and 0.1 ng of DNA. All reactions were run in triplicate. Using quantitative real-time PCR, soybean samples were assayed using lectin amplicon and RRS amplicon and maize samples assayed for the presence of invertase and MON810 maize. Two highest dilutions of the sample were below the quantification limit for RRS and MON810 amplicons and were therefore excluded from regression lines for these amplicons. Data from routine samples were assessed for variation in PCR efficiency. Efficiency of the real-time PCR reaction was calculated as described below using Ct values obtained by 10× dilutions of the sample DNA. The efficiency was evaluated based on the standard reference gene (lectin or invertase).
Influence of real-time PCR efficiency on the estimation of GMO content
The influence of PCR efficiency on GMO quantification was assessed on a theoretical case by performing the following calculation. 100 ng of 5% heterozygous RRS DNA, containing 87000 copies of soybean specific gene and 4350 copies of the transgene, were assumed to be added to a reaction. The sample was compared to a standard curve obtained with 100% amplification efficiency for both the soybean specific amplicon and for the transgene. Fluorescence measurements for 100 ng of soybean DNA are known, from experience, to cross the threshold at approximately cycle 22 for lectin gene. In this cycle approximately 3.6 × 10 11 molecules of the amplicon are formed, so this number was taken as the detection threshold for our calculation. The number of cycles needed to reach the threshold was calculated at different efficiencies for both amplicons tested. The initial copy number estimate for the RRS and lectin amplicons was then calculated and the amount of GMO material estimated by dividing the number of copies of the transgene by the number of copies of the species specific gene.
Further we theoretically assessed the effect of efficiency changes on GMO quantification at PCR on the case of 5%, 2.5% and 1% GMO. The efficiencies (E) of the sample were ranging from 0.85 to 0.15 and the difference between the E(sample) and E(standard curve) of 0, 0.05, 0.10, 0.15, 0.20 for both species specific and transgene specific amplicons. Situations where E(sample) is higher and lower then E(standard curve) were modelled. The initial copy number estimate for the transgene and species specific amplicons was calculated and the amount of GMO material estimated by dividing the number of copies of the transgene by the number of copies of the species specific gene, as described above. Deviation from true value (%) was calculated and plotted against the PCR efficiency of the sample.
Efficiency calculation and data analysis
Standard curves were constructed by plotting Ct values against log 10 of DNA amount and fitted by linear least square regression. Individual measurements for replicate real-time PCR reactions were plotted separately as suggested by Burns et al. [35] to obtain correlation coefficients (R 2 ) that reflect the variation of the data set. The slope of the linear regression line was used to calculate real-time PCR efficiency from E = 10 [-1/slope] -1 [36, 37] , where a PCR efficiency of 1 indicates the highest efficiency, where all target molecules double in one PCR cycle, and an efficiency of 0 indicates no amplification. Standard deviations and coefficients of variation were evaluated for replicate measurements. The coefficient of variation that would be attributed to the final GMO percent calculation was estimated from: CV = √(CV reference gene 2 + CV target gene 2 ) [19] . Data were analyzed by basic spreadsheet software and R statistical software [38] . 
